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Theoretical analysis and experimental investigations are presented on the resolution of a ratiometric
wavelength measurement system. Theoretical modeling indicates that the resolution of a ratiometric
wavelength measurement system is determined by the signal-to-noise ratio of the input signal and the
noise of the photodetectors associated with optical-to-electronic conversion. For experimental verification,
a ratiometric system employing a macrobending standard single-mode fiber is developed and correspond-
ing results are in good agreement with the theoretical prediction. © 2007 Optical Society of America
OCIS codes: 120.4820, 120.4570, 060.2380.
1. Introduction
Wavelength measurement is required in multi-
channel dense wavelength division multiplexing
(DWDM) optical communication systems and fiber-
Bragg-grating- (FBG-) based optical sensing systems.
DWDM requires the accurate setting and mainte-
nance of the transmitter’s wavelength [1,2]. A basic
FBG-based optical sensing system requires a broad-
band optical source, the FBG component, and a wave-
length demodulation system detecting the wavelength
shift of the reflected light, which is crucial in the
successful implementation of the above optical sens-
ing techniques [3].
There are various wavelength measurement schemes
and among them is the ratiometric detection scheme
[4–12]. This technique employs an edge filter and
utilizes the transition region of its transmission re-
sponse, converting the wavelengthmeasurement into
the measurement of the ratio of signal intensity. It
has a simple configuration and offers a high-speed
measurement as compared with, for example, the
wavelength-scanning-based active measurement
schemes. Recent investigations on ratiometric wave-
lengthmeasurement aremainly focused on proposing
different types of the edge filter, such as bulk thin-
film filters [4], bioconical fiber filters [7], bending fiber
filters [10], hetero-core fiber filters [11], and so on.
In the previous investigation in [12], the ratio-
metric system was analyzed in the context of the
limited signal-to-noise ratio (SNR) of the input sig-
nal, and it was shown that for a given measurable
wavelength range, the slope of the edge filter is lim-
ited due to the noise of the input signals. In that
research, the noise of the photodetectors associated
with optical-to-electronic conversion was neglected.
However, the noise of photodetectors plays an impor-
tant role in determining the resolution of the ratio-
metric wavelength measurement system, i.e., the
minimal wavelength shift that the system can detect,
which is an important specification in the evaluation
of measurement’s performance. Therefore, the inves-
tigation on the resolution of a ratiometric wavelength
measurement system is presented in this paper. In
Section 2, theoretical modeling of the ratiometric sys-
tem and an analysis of the resolution is presented,
which shows that, due to the noise of the input signal
and photodetectors, the ratiometric system’s resolu-
tion is limited and the achievable resolution is pre-
dicted. In Section 3, a ratiometric system based on a
macrobending fiber is developed for the experimental
verification. As proposed in [10], the macrobending
fiber acts as the edge filter in the wavelength range
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from 1500 to 1600 nm. The measured ratio of the
system is investigated for different wavelength shifts
of the input signal and different noise of the photode-
tectors. The demonstration example shows the influ-
ence of the noise of the input signal and photodetectors
on the system’s performance and is in good agreement
with the theoretical prediction.
2. Resolution Analysis of a Ratiometric Wavelength
Measurement System
Figure 1 shows the schematic configuration of a ra-
tiometric wavelength measurement system employ-
ing an edge filter. The input signal is split into two
signals. One passes through a reference arm and the
other passes through the bending fiber. Two photo-
detectors are placed at the ends of both arms. By
measuring the ratio of the electrical outputs of the
two photodetectors, the wavelength of the input sig-
nal can be determined assuming a suitable calibra-
tion has taken place.
For this ratiometric configuration, the output ratio
at wavelength 0 is
R010 log10P1I0TfdP2I0d 
PfPr, (1)
where P1 and P2 are the outputs of the splitter,
and for an ideal case it is assumed that P1
 P2  0.5 independent of the wavelength in the
measurable range. Tf is the transmission response
of the edge filter, and I0 is the spectrum of the
input signal. Pf is the output from the arm with an
edge filter Pf  10 log10P1I0 Tfd and
Pr is the output from the reference arm Pr  10
log10P2I0d. The spectrum of the input sig-
nal with a peak wavelength 0 can be approximated
by a Gaussian function with a spectral width ,
while considering the limited signal-to-noise ratio si-
multaneously, as presented in [12], which investi-
gated the influence of the limited signal-to-noise ratio
on the design of the edge filter employed in the ra-
tiometric system. Equation 1 does not take account of
the noise of the photodetectors. However, the noise of
photodetectors associated with optical-to-electronic
conversion, plays a crucial role in the resolution of the
ratiometric system. To take account of the noise gen-
erated by the photodetectors and the electronic cir-
cuitry, the output ratio is modeled with a random
Fig. 1. Configuration of the ratiometric wavelength measure-
ment system employing an edge filter.
Fig. 2. Modeled ratios of the system as the tunable laser has a
wavelength shift of 10 pm at 1500 nm for different fluctuation
values of the powermonitor: (a) 0.007 dB, (b) 0.005 dB, (c) 0.002 dB.
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value number within the resolution range as the fol-
lowing:
Rr0R0 rRM, (2)
where RM is the range of fluctuation of the output
ratio, and r is a random value produced for each
measurement within the range [0.5, 0.5].
To illustrate the ratiometric system modeling
while considering the noise of the photodetectors, a
numerical example is presented in which the output
ratio is calculated as the input signal undergoes a
wavelength shift. Assume that the input signal from
the tunable laser has a wavelength shift of 10 pm at
1550 nm (the SNR is 50 dB) and the corresponding
fluctuations RM due to the photodetectors’ noise are
0.007, 0.005, and 0.002 dB, respectively (these val-
ues are chosen according to the experiment as
shown in Section 3). To simplify the problem, the
transmission response of the edge filter T ff T ff
 10 log10Tf with dB units) in wavelength
range 1, 2 is assumed to be a linear function, i.e.,
T fT f1
T f2T f1
21 
1. (3)
For this example, 1  1500 nm, 2  1600 nm,
T 1  0, and T 2  20 dB. The corresponding
calculation results are presented in Figs. 2(a)–2(c).
For themeasurement system to quantify that there
is a wavelength shift requires that the change of the
output ratio should be no less than the ratio fluctu-
ation caused by the photodetectors’ noise. With the
calculated results, it is found that for the above ex-
ample when the fluctuation of the ratio is less than
0.002 dB, the wavelength shift of 10 pm can be de-
tected clearly through the system output ratio. It
seems that, to improve the resolution when the noise
of the photodetectors is given, increasing the slope of
the edge filter can be an effective method. However,
as investigated in [12], the noise of the input signal
puts a limitation on the slope of the edge filter. There-
fore, the resolution of the ratiometric system can be
determined by the SNR of the input signal and noise
of the photodetectors. Take the desired measurable
wavelength range from 1500 to 1600 nm as an exam-
ple. For different noise levels of the input signal and
photodetectors, the achievable resolutions are calcu-
lated with the above model. Corresponding results
are presented in Fig. 3 (unit of resolution: pm). It can
be seen that, when the SNR or fluctuation of the
output ratio due to the noise of the photodetectors
decreases, the ratiometric system’s resolution is im-
proved, and for certain SNRs of the source and fluc-
tuation of the output ratio, picometer resolution can
be achieved. For the above numerical example, Fig. 3
shows that when the SNR is 50 dB and the fluctua-
tions of the ratio are approximately 0.002, 0.005, and
0.007 dB, the corresponding achievable resolutions
Fig. 3. Contour plot of the theoretical achievable resolution for
different SNRs of the input light and fluctuation of the system
ratio.
Fig. 4. (a) Bend loss of a single-mode fiber within the wavelength
range from 1500 to 1600 nm for different bending lengths. (b)
Calibration curves for different turns within the wavelength range
from 1500 to 1600 nm.
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are approximately 7, 18, and 26 pm. To verify this
prediction, experimental results are presented in Sec-
tion 3.
3. Experimental Results of a Ratiometric System
Employing a Macrobending Fiber
For a macrobending single-mode fiber, most of the
previously published investigations are focused on
how to predict and lower the bend loss, which is re-
garded as an adverse effect for light transmission. As
proposed in [10], it can also be developed as the edge
filter for ratiometric wavelength measurement. Al-
though the length of the bending and bending radius
are important parameters in implementing the filter-
ing function, they are not necessary in practice to get
the length and radius precisely right, provided a cal-
ibration is taken after the system is set up. In our
present experiment, a tunable laser and an optical
spectrum are used for the measurement of the trans-
mission of the macrobending fiber. As an example, for
a bending radius of 10.5 mm, the measured bend
losses are presented in Fig. 4(a) with lengths of 10,
15, 20, and 25 turns. The optical filter is not linear
over the entire wavelength range from 1500 to 1600
nm, and the spectrum curve becomes steeper for
wavelengths over 1550 nm.
For the calibration of the system as shown in Fig.
1, the above tunable laser and a dual-channel optical
powermeter are used. Specifications of the tunable
laser will affect the calibration directly, which has
also been demonstrated in [12]. In our present cali-
bration experiment, the SNR of the tunable laser is
approximately 50 dB. The power stability is0.01 dB
for 0 dBm output power. The wavelength stability of
Fig. 5. Recorded ratios of the system as the tunable laser has a wavelength shift at 1530 nm for different averaging values of the
powermeter: (a) Avg  32, wavelength shift of 10 pm; (b) Avg  32, wavelength shift of 20 pm; (c) Avg  32, wavelength shift of 30 pm;
(d) Avg  64, wavelength shift of 10 pm; (e) Avg  64, wavelength shift of 20 pm; (f) Avg  64, wavelength shift of 30 pm; (g) Avg  128,
wavelength shift of 10 pm; (h) Avg  128, wavelength shift of 20 pm; (i) Avg  128, wavelength shift of 30 pm.
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the tunable laser is 10 pm at a constant tempera-
ture and after 1 h warming up. The minimum tun-
able wavelength is 10 pm. The dual-channel optical
powermeter is a module that can be integrated into a
PXI platform and controlled with the developed
LabVIEW-based program. It employs two InGaAs
photodetectors with a wavelength range from 900 to
1700 nm. The measurable minimum power is 70
dBm and the maximum power is 10 dBm. The fluc-
tuation of the measured ratio can be controlled
through setting the averaging value of the dual-
channel powermeter. The above bending fiber with
the bending radius of 10.5mm and bending lengths of
10, 15, 20, and 25 turns is used for the calibration.
The output ratio of the system is shown in Fig. 4(b).
For the bending lengths of 20 and 25 turns, the cali-
brated plots of the output ratio do not increase mono-
tonically near the upper end of the wavelength range,
which is caused by the limited SNR of the input signal.
To show the influence of the noise of the photode-
tectors on the system resolution experimentally, a
wavelength shift from the tunable laser is used and
the corresponding measured ratio is recorded to see
whether the wavelength shift can be detected. In our
experiment, the wavelength shifts used are 10, 20,
and 30 pm, occupying 5 s with the measurement
period of 10 s with a starting wavelength of 1530 nm.
The bending fiber with 20 turns is chosen, and the
slope of the edge filter is approximately 0.202 dBnm
at this wavelength. The influence of temperature
within this time period is neglected, but it has obvi-
ous influence on the system’s accuracy for a long-term
measurement. The recorded ratios of the system are
presented in Figs. 5(a)–5(i) with the averaging values
of 32, 64, and 128 of the optical powermeter.
From Figs. 5(a) to 5(c), it can be seen that, when
the averaging value is 32, the wavelength shift can-
not be detected due to the random noise (the peak-
to-peak random fluctuation is approximately 0.007
dB when the averaging value is 32) when the shift
values are 10 and 20 pm, but it can be detected when
the wavelength shift is 30 pm. Therefore, the resolu-
tion of the ratiometric system is approximately 30 pm
when the fluctuation of the ratio is 0.007 dB and the
SNR of the source is approximately 50 dB (the corre-
sponding theoretical prediction is 26 pm).
When the averaging value is increased to be 64, the
fluctuation of the ratio is reduced to be approximately
0.005 dB. The recorded ratio is presented from Fig.
5(d) to5(f) for the wavelength shifts of 10, 20, and 30
pm. When the wavelength shift is 10 pm., there is a
step change that can be seen, but it is not sufficiently
clear; however, when the wavelength shift is 20 pm,
the change of the recorded ratio can be detected
clearly, which suggests that the resolution of the sys-
tem is between 10 and 20 pm (the theoretical predic-
tion is 18 pm).
When the averaging value is increased to 128, the
fluctuation of the ratio is approximately 0.002 dB and
the corresponding results are presented from Fig.
5(g) to 5(i). In this case, the step change of the ratio
can be detected clearly when the wavelength shift is
10 pm [see Fig. 5(g)], which means that the system’s
resolution is approximately 10 pm when the fluctua-
tion of the ratio caused by the noise of the photode-
tectors is approximately 0.002 dB (the theoretical
result is 7 pm).
These experimental results agree with the above
modeling results as shown in Fig. 3. Both the theo-
retical and experimental results show the influence of
the noise of the photodetectors on the system’s reso-
lution. The detailed influence of the SNR of the input
signal is not carried out experimentally because the
SNR of the tunable laser is not controllable in our
experiment. However, the prediction of system’s res-
olution presented in Fig. 3 indicates that the input
signal with a high SNR corresponds to a better wave-
length resolution of the ratiometric system. It is
because a high SNR allows a high slope of the trans-
mission of the edge filter over a given wavelength range.
4. Conclusion
The resolution of a ratiometric wavelength measure-
ment system has been investigated theoretically and
experimentally. Theoretical modeling and analysis
has shown that due to the signal-to-noise ratio of the
input signal and the noise of the photodetectors as-
sociated with optical-to-electronic conversion, the
resolution of a ratiometric wavelength measurement
system is limited. A ratiometric system employing a
macrobending standard single-mode fiber has been
developed for the experimental verification. Corre-
sponding results have been presented, which are in
good agreement with the theoretical prediction.
The support of the Irish Research Council for Sci-
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